No. 90672 ANTENNA BRIDGE 


i. DESCRIPTION 


The 90672 Antenna Bridge is an accurate 
and seusitive bridge for measuring impedance 
in the range of 5 ta 500 ohms for unbalanced 


to 200 me. The variable element in this new 
bridge ig an especially designed differential 
eapacitor of high accuracy and permanency of 


of calibration over a wide range of frequencies. 
The bridge is entirely different in design from 
others designed for this type service, in as 
much as it employs no variable resistors of 
any sort. The 90672 was designed to use a 
grid dip meter, such as the Millen 90651 or its 
industrial counterparts the 90661 or the $0662, 
as a source of RE signal. 


2. APPLICATION 


The bridge may be Used to measure the 
antenna radiation resistance, antenna reson- 
ance, transmission line standing wave ratio, 
recelver input impedance, and many other radio 
frequency impedances. By means of the An- 
tenna Bridge, the transmitter matching unit 
may be adjusted to provide the minimum 
standing wave ratio on the transmission line 
at all frequencies, The REF power from the 
grid dip meter is coupled te the pick up loop 
on the bridge and the frequency of the RF 
power is set to the desired frequency. The 
knob on the bridge is adjusted for minimum 
meter reading. The unknown impedance in 
ohms is read directly from the bridge dial 
scale. DO NOT UNDER ANY CIRCUM- 
STANCES LEAVE THE BRIDGE IN THE 
CIRCUIT WHILE THE TRANSMITTER IS 
IN USE. The bridge is a measuring instru- 
ment not a device for monitoring the perfor- 
mance of transmitters. 


The most important part of an amateur 
radio station, aside from the operator, is the 
radiating system. ‘The radiating system econ- 
sists of the actual radiator or the antenna, the 
device or means for matching the antenna to 
the transmission line, the transmission line, 
and the device for matching the transmission 
line to the transmitter. Rated loading, as in- 
dicated by the power input to the transmitter, 
indicates only that the radiation system is ab- 
sorbing power from the amplifier. This does 
not indicate that the power is getting to the 
aciual antenna unless an antenna bridge has 
been used to adjust properly the impedance 
matehing devices at both ends of the trans- 
mission line. 


The impedance of the antenna varies along 
its length. A half wave antenna is an elec- 
trical half wave length long only at one fre- 
quency and has a high impedance at the ends 
and a low impedance at the center, Since the 
transmittcr and the antenna are separated, 


an RF transmission line must be used to con- 
nett the antenna to the transmitter. Unless 
the output end of the transmission line is 
terminated in an impedance equal to the char- 
acteristic impedance of the line, power is re- 
flected back along the line from the end. In 
order to transfer the power fram the trans- 
mission line to the antenna, it is necessary 
to match the characteristic impedance of the 
transmission line to the resistance of the an- 
tenna at the point. where the line is connected 
to the alitentia, The Antena Br idge May be 
used to measure the impedance of the antenna 
at the point where the transmission linc is 
connected and it may also be used to adjust 
the matching of the ling to the antenna. See 
section 6 paragraph B for instructions on ad- 
justing the resonant frequency of an antenna, 
using the Bridge. A balun will be required 
when the Bridge is used to measure a balanced 
line. 


A transmission line must be terminated 
in its characteristic impedance at the input 
as well as it’s output end. The impedance of 
the final amplifier in the transmitter will not 
be equal to the impedance of the transmission 
line, 80 an antenna matching device (some- 
times erroneously referred to merely as a load- 
ing unit) is required ta make the necessary 
impedance transformation, In many cases the 
transmission line is matched to the antenna 
only approximately and the antenna matching 
unit at the transmitter end of the line is ad- 
justed to get the best over all compensation 
for securing the minimum standing wave ratio. 
It is absolutely essential that an antenna bridge 
be used for proper adjustment of the antenna 
matching network. The antenna matehing 
unit’s purpose is to match the over-all impe- 
dance of the antenna and transmission line to 
the transmitter and in some cases to compen- 
sate for the reaetance left in the transmission 
line. 


3. OPERATING PRECAUTIONS 


CAUTION: Reduce the coupling from the 
prid dip meter before removing the unknown 
impedance from the bridge, otherwise the very 
sensitive null indicator will be damaged. Never 


use as a power source any pieces of equipment 
with greater power than a grid dip meter. 
Never use a transmitter as the power source. 
See section 5. 


4, STANDING WAVE RATIO 


Standing waves are caused by energy 
which ig reflected from the terminated end of 
the transmission line that is not terminated 
in its characteristic impedance. The reflected 
energy obviously is not radiated by the trans- 
mitting antenna in the case of a transmitter 
nor is it delivered to the receiver in the case 
of a receiving antenna, The standing wave 
ratio is the ratio of the maximum current to 
the minimum current in a transmission line. 
When no standing waves are present the maxi- 
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ratio is onc, which means the line is terminated 
in a pure resistance equal to the characteristic 
impedance of the line. The standing wave 
ratio is a measure of the mismatch between 
the transmission lme and its termination. 


The power losses in a transmission line 
are proportional to the square of the current, 
If the standing wave ratio is too much greater 
than one the loss increases quite ranidly. 
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Standing waves on a transmission line to a 
receiver are caused by reflection at the mput 
terminal of the receiver. The energy is dissi- 
pated ag described above. In the receiving 
system it is also necessary to match the re- 
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can be any convenient source of power. The 
Millen 90651 Grid Dip Meter is the recom- 
mended source of power, Since a 50 micro- 
ampere meter is used as a null indicator on 
the Bridge, do not use too much RF input. 'The 
sensitivity of this bridge is very good, con- 
sequently loose coupling to @ grid dip meter 
gives all the sensitivity required until the null 
is reached. At this point tighter coupling to 
the grid dip meter may be used but at no 
time is a power source with more output than 
the grid dip meter required or permissable. 
Three RF pick-up loops are supplied with 
the Antenna Bridge. The large black coupling 
coil is resonant in the bridge at approximately 
5.2 to 8.8 me. depending upon the impedance set- 
ting. At 500 ohms the large coil is resonant 
at about 5.2 mc., at 50 ohms it is resonant 
at about 6.2 me. and at 5 chms it is resonant 
at about 8.8 me. It should be used for ali 
measurements below 12me. The large white 
coupling coil is resonant in the bridge at about 
15 me. at 500 ohms, about 19.1 mc, at 50 ohms, 


ceiving antenna to the transmission line for 
only then will a maximum signal be delivered 
at the input of the receiver. 


The standing wave ratio is the ratio of 
the load impedance to the line impedance. To 
measure anteuna resistance, couple the Bridge 
to the antenna by means of a transmission 
line which is some multiple of a half wave 
length long at the desired frequency and reso- 
nate the antenna at the desired frequency. The 
method of accomplishing this is described fur- 
ther in section 6. Make the line a half or 1 
wave length long to avoid confusion with mul- 
tiple nulls. 


When a “EF” maich is used the antenna 
must be re-resonated with each change of the 
“T” After a proper null is obtained the trans- 
mission line length may be changed from f% 
to 4 wave length and the impedance as in- 
dicated on the bridge should not change. If 
the impedance indicated on the bridge is 
changed when the line length is changed, either 
the antenna is not resonant at the frequency 
of measurement or the matching is not com- 
plete. 
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used for all measurements Thetwes abon 12 
The smallest coupling loop is 
resonant at about 32 mc, at 500 ohms, about 
39 me. at 50 ohms, and about 84 me. at 5 ohms 
and should be used for all measurements above 
40 me, The largest coupling coil and the in- 
termediate coupling coil result in about the 
same coupling at about 12 me. When the 
bridge is set at 50 ohms the intermediate coup- 
ling coil and the smaliest coil result in about 
the same coupling at about 40 me. Since the 
greatest coupling occurs with the coupling coil 
at its highest impedance, the coupling coil 
which is most nearly resonant at the desired 
frequency is the coil which should be used. 
It is, of course, possible to make a coupling 
coil which will be resonant at the particular 
frequency at which the measurement is de- 
sired. However, experience has indicated that 
the 8 coils supplied with the Antenna Bridge 
adequately cover the range and that other coils 
will be required only under certain very special 
circumstances, 


6. DETAILED APPLICATION INSTRUCTIONS 


A. GENERAL USE 


1. Couple a voltage of the desired fre. 
quency to the Bridge. Since a 50 micro-ampere 
meter is used as a null indicator in the Bridge, 
the measurement should begin with loose coup- 
ling to prevent the possibility of damage to 
the instrument. 


a. Adjust the coupling by moving either 
the Bridge or the RF source so that the meter 
indicates on seale somewhere in the vicinity 
of 40 micro-amperes, off null. 


8. Connect the unknown impedance to the 
autenna jack, Use the proper coupling plug 
and im no case use lengthy haywire. 


4, Adjust dial for minimum meter read- 
ing. 


5. Read the value of the unknown im- 
pedance in ohms directly from the dial scale. 


B. RESONANCE 


A point which should net be overlooked 
iil measuring antenna pmpedance is that an- 
tenna resonance must be obtained before the 
minimiuin sianding wave ratio can be achieved. 
The antenna is resonant at only one frequency 
and thus at only this frequency is the im- 
pedance a pure resistance. Consequently ihe 
antenna must be made resonant at the desired 
frequency before any attempt is made to match 
ihe transmission line to the antenna. Any 
measurement made off resonance will be mis- 
leading. 


The Antenna Bridge can be used both ta 
deterntine resonance and to adjust to minimum 
standing wave ratio. When the antenna is 
adjusted for minimum meter reading the im- 
pedance at which the standing wave ratio is a 
mitiimum has been determined. However, if 
{he meter reading is not zero the antenna is 
not resonant. By a step by step adjustment 
of the Input frequency, one can find the fre- 
quency at which the antenna is resonant. If 
Lhe antenna is not resonant at the desired fre- 
queney it will be impossible to obtain a com- 
plete null. The Antenna Bridge can be used 
easily for obtaining both resonance and mini- 
mum standing wave ratio. Furthermore, since 
the resonant frequency is known, the type of 
adjustments necessary to bring the antenna 
to resonance at the desired frequency is known: 
and since the impedance is known, the adjust- 
ments required to minimize the standing wave 
ratio are known. The bridge indicates when 
the proper adjustment has been made and also 
indicales which direction to go to obtain the 
desired result, 


Cc. UNBALANCED LINES 


The Antenna Bridge as it stands can be 
used directly with unbalanced lines. The 
shielded portion of the line wil] be grounded 
directly to the case of the Antenna Bridge 
and thus hand capacity and stray capacitances 
will not affect the measurement. Measurement 
should be made exactly as outlined above in 
paragraph A. 


D. BALANCED LINES 


A balanced line may be measured using 
the Antenna Bridge by the use of a balun coil, 
a bazooka transformation for transforming 
300 ohm balanced twin line to 75 ohm unbal- 
anced line, or in most cases it will be accom- 
plished by the use of the antenna matching 
network. When either the bazooka transforma- 
tion or the balun coils are used, the Bridge is 
operated exactly as if the Jine were a quarter 
of its actual impedance. Both the bazooka and 
the balun result in a 4:1 impedance ratio. Thus 
a 300 chms transmission line properly trans- 
formed will read 75 ohms on the bridge, or a 
600 ohm open line will read 150 ohms on the 
bridge. ‘Thus the bridge scale of 5 to 500 ohms 
becomes 20 to 2000 ohms. This coincides with 
the usual higher impedances of balanced lines. 
The use of a balun maintains balance during 
measurement and thus obviates the wild errors 
usually encountered when one tries to measure 
any balanced line impedance without first cen- 
verting if ta a single ended load. The bajun 
coils for the amateur bands are available as 
additional Bridge accessories. 

E. ANTENNA MATCHING UNIFS 

Fer proper adjustment of an antenna 
matching unit; the Bridge is substituted for 
the transmitter, The coaxial cable from the 
antenna matching unjt, which is usually con- 
nected to the transmitter, should be connected 
to the antenna jack on the Bridge. A grid dip 
meter or other low power source of radjo fre- 
queney voltage should be coupled to the Bridge 
enunline cail, ba NOT TINTIE RP ANY mrp 
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CUMSTANCES LEAVE THE BRIDGE IN 
THE CIRCUIT WHILE THE TRANSMITTER 
IS USED. It is desirable after having adjusted 
the antenna to resonance at the desired fre- 
quency as outlined above, to make a table of 
the dial readings of the antenna matching net- 
work which result in minimum standing wave 
ratio over the frequency range for which jt is 
intended to use the radiating system. When 
changing frequency it is necessary only to re- 
fer to the table of dial readings on the antenna 
matching network to assure minimum stand- 
ing wave ratio. 


F. QUARTER WAVE LINES 


A quarter wave line left open cireuit at 
the output end appears at the input as a short 
circuit. Lines odd numbers of quarter waves 
long which are open at the end also appear 
shorted at the input, With the Antenna Bridge 
set at the horizontal line at the 6 ohin end 
of the scale, find the lowest frequency at which 
an approximate null occurs. This is the fre- 
quency at which the line is a quarter wave 
length long. At approximately three times this 
frequency another nul] will be obtained and 
this is the frequency at which the line ig 
three-quarter wave length long. The quarter 
wave frequency i me. is equal to 246 times the 
velocity of propagation divided by the leugth 
of the line in feet. Thus with the Jeugth of 
line knewn, the frequency at which the line is 
a quarter wave length long determined by the 
means of the Bridge, the velocity of propa- 
gation can be determined. <A quarter wave 
line may be used to measure the impedance 
connected at its end. The impedance measured 
at the input will be equal to the characteristic 
impedance of the line squared divided by the 
load impedance, Thus by measuring the input 
impedance and the characteristic impedanee of 
the line, it is possible to determine the imped- 
ance at the far end of the line. In making 
any of these impedance measurement using 
twin lead transmission line be cer tain that the 
transmission line is set in the open and kept 
away from ground, ete. 


G. HALF WAVE LINES 


A half wave length line short circuited at 
the output end will appear short circuited at 
the input end. In other words a half wave 
line will repeat its termination impedance. Set 
the Antenna Bridge dial to the horizontal line 
at the 5 ohm end of the dial scale and find the 
lowest frequency at which an approximate nul] 
is obtained. This is the frequency al which 
the line is a half wave length long. Any mul- 
tiple of a half wave length will also produce a 
null, Half wave lines will repeat at the input 
end the impedance connected to the output 
end. Thus a half wave line may be us to deter- 
mine the impedance in which it is terminated 


See UND as bseecb ua 


merely by measuring the input impedanec. 


H. CHARACTERISTIC IMPEDANCE 


The characteristic impedance or the surge 
impedance of a transmission line may he 
measured by leaving the output end apen cir- 
cuited. Set the Antenna Bridge to the horizon- 
tal line at the 5 ohm end of the dial scale, find 


the lowest frequency at which the tr BTSMission 


line is a quarter wave length long. Now ter- 
minate the ends of the transmission line in a 
resistor. For 50 ohm line use about 80 or 100 


ohms. For 100 ohm line use 50 or 200 ohms, 
For 800 ohm line use about 200 or 600 ohms. 
Find the new Bridge null, still leaving the 1¢ 
source frequency at the quarter wave frequency. 
The charaeteristic impedance of the line will 
equal the square root of the Bridge reading, 
sometimes called the “inverted jmpedance,” 
times the square root of the load resistance. 
It may be necessary to measure the load re- 
sistance at the frequeney in use. It is possible 
that the “inverted impedance” is not within 
the Rtn BNO ahem ewange of thea Antanna Baisden 
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If this should be the cage, try a somewhat 
different terminating resistance itntil the “i 
verted impedance” is within the range of the 
Antenna Bridge, 


I. ANTENNA RESONANCE AND 
RESISTANCE 


Since a grid dip meter is generally avail- 
able a8 a power source for the Antenna Bridge, 
antelna resonance is often determined casiest 
by means of the grid dip meter. pore in 
many cases where the antenna Q is low, or 
when the element diameter is large, it is difficult 
io use the grid dip meter to find antenna reso- 
hance and ju many cases it is physically im- 
possible to reach the preper point in the an- 
teuna without changing the physical position 
of the antenna, ii is offen hard to couple to 
a long wire at low frequencies, thus in many 
cases it is convenient to determine the auteuna 
resonant frequency by means of the Antenna 
Bridge. Paragraphs J through O discuss meas- 
urements on particular types of antennas. 


J, HALF WAVE DIPOLES 


The easiest way of determiniug the reso- 
nance of a dipole antenna is to use a half wave 
transmission line between the antenna and the 
Antenna Bridge. The transmission line should 
be a half wave length long at the resonant 
frequency of the antenna. This is not as am- 
biguous as it sounds on the surface, because 
the frequency of the antenna is known approxi- 
mately because the physical length in the stan- 
dard formula will give the approximate fre- 
quency, The transmission line should be cut 
to a haif wave at this calculated frequency. 
Cut the line slightly long soe that successive 
approximations may be made so that a precise 
measurement may be made, 


It is often desirable to cut an antenna to 
& particular resonant frequency rather than 
to measure the resonant frequency of an exist- 
ing antenna. In this case, the transmission 
line should be made a half wave length long at 
the desired frequency and the antenna pruned 
to resonance. One precaution should be ob- 
served: The half wave length line must be at 
right angles to the antenna for at least a quar- 


ter wave length in order to elyminate any coup- 
ling between the antenna and the transmission 
line. [Failure to observe this precaution will 
result in erroneous answers. At high fre- 
quencies, it may be desirable to use a trans- 
mission line which is some multiple of a half 
wave length lang. The impedance of the trans- 
mission line is hot important, since it is being 
used only as an impedance “repeater” rather 
than {o match the antenna, 

If a balun is available, and if the frequency 
of measurement is lower than about 50 me., 
the bridge may be used directly at the center 
of the antenna. Since the center impedance 
of a dipole is about 72 ohms, set at the Bridge 
dial to about 72/4 equals 18 ohms and adjust 
the source frequency and Bridge dial for null. 
Here again, do not be too alarmed if the meas- 
urement does not coincele with previous im- 
pressions. The impedance should be dependent 
on the height of the antenna above ground, It 
can be determined] whether the positious of 
the Antenna Bridge and the operator near the 
center of the antenna result in erroneous read- 
ings, by nolicijng whether or not the meter null 
changes when the operator moves away from 
the antenna. If position errors exist it will be 
necessary to resort to a half wave transmissjon 
line to measure as outlined in paragraph J 
above. At frequencies above 50 mc., the pres- 
ence of the bridge and the operator at the 
center of the antenna wiil probably result jin 
errors which will not oceur when the bridge and 
the operator are removed from the center of 
the antenna. If a balanced transmission line, 
such as open line or twin line ig used between 
the antenna and the Bridge, line unbalance 
to ground may be reduced by twisting the line 
every couple of feet or so. Ifa different read- 
ing is oblained when the line connection to the 


balun is revereed, unbalanced line to the ground 


capacity 1s indicated and should be corrected 
by twisting the transmission line. 


K, FOLDED DIPOLES 


The Bridge balun or the half wave line 
should be connected to the center of one side 
of the folded dipole (the point at which the 
transmission line is usually connected). The 
radjation resistance of the folded dipole is 
usually between 150 and 800 ohms or so. If 
the folded dipole is made of twin line it has a 
velocity of propagation such that the quarter 
period of the quarter wave length line is about 
86% of the over al] natural quarter period. 
Two impedances will be indicated on the Bridge. 
The corvect indication is the one between 150 
and 300 ohms, and the incort'ect indication will 
be around 500 ohms. Consequently, the correct 
Bridge reading is the one that occurs at the 
highest frequency. This type of antenna re- 
sults in narrow band pass. It is possible to 


use the Antenna Bridge to compensate for the 
velocity of propagation and thus broaden the 
frequeney response of a twin lead dipole ta 
equa] the band pass of an open wire dipole. 
One method of compensation is to place in 
series with the shorted ends a capacity of about 
7 mmf per meter of wave length and tune each 
quarter wave section to the over ail natural 
frequency. Another is to place short circuits 
at 86'% of the normal disfance from the center 
to each end. Another method is to cut the line 
of the folded dipole so that it is 492 times the 
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velocity of propagation divided by the frequency 


in mc. feet long. A transmission ]ine of tywin 
lead should be cut to a half wave length at the 
desired frequency as outlined above in para- 
graph G. Short circuits should be placed at 
ends of the antenna. Open one side of the an- 
tenna and connect the Bridge balun or the half 
wave transmission line “repeater”. Add a 
wire to each end of the folded dipole. Clip 
the wires back until antenna resonance is in- 
dicated at the desired frequeney. The fre- 
quency response of an antenna Made in this 
Manner will approximate that of an open wire 
folded dipole. 


L. HARMONIC ANTENNAS 


To measure antennas any multiple of a 
half wave Jength long, connect the balun or 
the half wave transmission line “repeater” at 


any high current point, 


M. QUARTER WAVE VERTICLE AND 
GROUND PLANE ANTENNAS 


The impedance measured at the bottom 
of a quarter wave antenna js of the arder of 
25 ohms. The Bridge should be connected be- 
tween the hattem of the antenna and the ground 
plane, If the transmission Jine impedance is 
higher than the end impedance of the vertical 
antenna, which is the usual case, the feed paint 
impedance may be increased by increasing the 
angle between the radiator and the ground 
plane radials. Use the Antenna Bridge to 
determine the proper angle of the ground plane 
radials. The limit that can be achieved is about 
70 ohms at which point the angle between the 
antenna and the ground plane radials ig 180° 


and the antenna is a coaxial antenna. 


N. MOBILE ANTENNAS 


The bottom impedance of a quarter wave 
radiator placed on a car will be about 45 ohms. 
This impedance can be measured exactly as 
described in paragraph M above. For base 
loaded or center loaded antennas, the impedance 
will be 20 to 85 ohms. In order to measure, 
the base loading should be connected between 


the base of the antenna and the Antenna Bridge, 


and the Antenna Bridge should be connected 
between the base loading and the ground plane 
of the car. Use the Antenna Bridge to deter- 
mine what Land C are required far base loading, 
in order to match the antenna to 50 toe 70 ohm 


transmission line. 


0. PARASITIC BEAMS 


The bridge should be connected by means 
of a balun or a half wave transmission line 
“repeater” to the center of the driven element. 
The impedance at this point will probably lie 
between 5 and 100 ohms. More than one null 
will be obtained due to the reflections from 
other elements, however, a properly tuned beam 
will have only one complete null at the true 
resonant frequency. Adjust the length of the 
driven element to resonance as described jin 
paragraph J. The reflectors should then be eut 


to 5% longer than the driven element aud di- 
rectors should he cut about 5% shorter than the 
driven element. It is, of course, possible to 
tune the reflectors and directors ‘but the im- 
provement in the performance is seldom worth 
the additional effort. 


P. ADJUSTING Q BARS 


Q bars are used as a quarter wave trauis- 


former to match the antenna resistance to the 
line characteristic impedanee. Connect the end 
of the bars to the Bridge balun or half wave 
transmission line “repeater” and the other end 
to the antenna. Adjust the spacing for the 
desired impedance. However, before the Q bars 
ean be adjusted, the antenna must be resonant 
as determined in paragraph I and the @ bars 
must be a quarter wave length long, 


Q. RECEIVER INPUT IMPEDANCE 


If the receiver input is unbalanced, connect 
the bridge directly to the receiver input, If 
the receiver input is balanced, connect the re- 
ceiver input to the Bridge balun, The input 
circuit of the receiver must be resonant in order 
to measure the input resistance. Over coupling 
between the antenna coupling coil and the first 
tuned circuit is a cammon condition and will 
be indicated by two bridge measur ements, one 
of which will be in the viejnit ty of 5 to 20 ohms 
and the other 50 to 1500 ohms, Too loose coup- 
ling between the antenna coupling coil and the 
first tuned circuit is indicated by an incomplete 
min] which results because the input is reactive. 


The receiver input impedance may be 
matched by a network such as the Millen 
No. 92101 Antenna Matching Preamplifier. 


7 TECHNICAL SUMMARY 


POWER INPUT 
No D.C. or 60 cycle power required, 


A small fraction of a watt of rf power is 
required, It is suggested that a Millen 
90651 Grid Dip Meter be used ta supply 
this power. 


IMPEDANCE RANGE 
Unbalanced—5 ohms to 500 ohms 


Balanced—20 ohms to 2000 ohms using 
balun not supplied with Bridge. 


ACCESSORIES (Not included) 
Millen 90651 Grid Dip Meter. 


Baluns for the amateur bands. 


PHYSICAL DIMENSIONS 
ee inches, 
Width—8lg inches, plus rf connector. 
Height—3%~ inches, including knob. 
Weight—154 pounds. 
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